Improved chiral SFC screening for analytical method development.
In this study we describe the evaluation of a recently developed supercritical fluid chromatography (SFC) instrument for automated chiral SFC method development. The greatly improved gradient dwell volume and liquid flow control of the new instrument in combination with the use of shorter columns containing smaller stationary phase particles affords chiral SFC method development that is faster and more universal than previous systems.